IntRoduCtIon
Diabetes mellitus (DM) is a global health issue with the worldwide prevalence of the adult diabetic population projected to reach one-half billion people in 2030. 1 Patients with diabetes have an increased risk of coronary artery disease as well as an increased risk of mortality and morbidity associated with coronary revascularisation procedures. Furthermore, diabetes is an independent risk factor for worse outcomes following percutaneous coronary intervention (PCI). 2 3 Compared with bare metal stents (BMS), first-generation drug-eluting stents (DES) markedly decreased the rate of restenosis in patients with diabetes. However, there were safety concerns due to late stent thrombosis (ST) in both patients with diabetes and patients without diabetes. 4 Drug deliverability was improved in second-generation DES, which have been evaluated in several studies involving patients with diabetes, 5 6 although event rates after PCI predominantly driven by patients with insulin-dependent DM are still considerably higher than in patients without diabetes. 7 The dramatic improvement seen with second-generation stents resulting in the inhibition of neointima formation and delayed vessel wall healing results in incomplete endothelialisation of the stent struts.
► Patient with diabetes mellitus have an increased risk of coronary artery disease (CAD) and treatment with percutaneous intervention. There have been large-scale trials on the use of drug-eluting stents in the general CAD population; however, few studies have targeted patients with diabetes alone.
What does this study add?
► This is one of the first studies to assess the intracoronary development of in-stent restenosis in patients with diabetes after implantation of two different drug-eluting stent types. This study is able to show the degree of restenosis in these stents at 6 months and their association with symptoms/ clinical outcomes.
How might this impact on clinical practice?
► Although there was no clinical difference in restenosis rates between the two stents types, there was a large proportion of patients who had significant in-stent restenosis without symptoms and therefore these findings could change the clinical follow-up of these patients.
the most important histological predictors of ST were endothelial coverage and the ratio of uncovered to total stent struts after second-generation DES implantation. 9 To date, there have been limited comparisons performed between everolimus-eluting stents (EES) and zotarolimus-eluting stents (ZES) in patients with DM. Using a large registry, Park et al compared the Xience EES and Resolute Integrity ZES in 1855 patients with diabetes showing comparable and low incidences of target lesion failure (3.5%) and ST (0.3%) at 1 year, suggesting excellent safety of both stent types. 10 In the RESERVOIR (A Randomized Comparison of Reservoir-Based Polymer-Free Amphilimus-Eluting Stents Versus Everolimus-Eluting Stents With Durable Polymer in Patients With Diabetes Mellitus) clinical trial, which compared reservoir-based polymer-free amphilimus-eluting stents (AES) versus EES with durable polymer in patients with DM demonstrated a non-inferiority between the two stent types at the 9-month follow-up (11.97%±5.94% for AES and 16.11%±18.18% for EES (upper one-sided 95% CI 2.6, P for non-inferiority=0.0003)).
11 While the majority of DES studies using OCT have failed to demonstrate a significant difference between the two different DES types in DM, a few such as the substudy of the J-DESsERT (Japan-Drug Eluting Stents Evaluation; a Randomized Trial) demonstrated a significantly higher number of uncovered struts within the sirolimus-eluting stent compared with paclitaxel-eluting stent. 12 The aim of the present study was to assess the use of second-generation DES in patients with DM, specifically using OCT to compare the level of stent coverage of Boston Scientific Promus Element EES compared with Medtronic Resolute Integrity ZES. The study aimed to evaluate the rate of re-endothelialisation at 6 months between EES and ZES. As endothelialisation is a pathological event and therefore cannot be assessed in vivo, the study will assess stent coverage as a surrogate marker of re-endothelialisation.
MetHods trial
The aim of this study was to assess the degree of neointimal stent coverage in second-generation DES in a diabetic population. In addition, we aim to assess the clinical and angiographic outcomes of second-generation DES. Patients were randomised in a single-centre trial to receive either ZES (Resolute Integrity, Medtronic) or to EES (Promus Element, Boston Scientific). The trial was performed in accordance with the Declaration of Helsinki (1993) and the principles of the International Conference of Harmonization-Good Clinical Practice guidelines.
Recruitment
Potential patients were assessed for eligibility prior to undergoing PCI or potential PCI procedures at the Barts Heart Centre. Inclusion criteria included patients aged between 18 and 80 years with known diabetes (type 1 and type 2), who were suitable for DES implantation and OCT imaging. Patients were excluded if they had known renal impairment (creatinine >200 mmol/L), left ventricular ejection fraction below 35%, a lesion that was >55 mm long or <2.5 mm in diameter, had a contraindication to antiplatelet medication or planned use of BMS.
Randomisation
After consenting for the trial, patients underwent diagnostic angiography. If angiographically found to be suitable, patients were randomised in a sequential 1:1 fashion either Resolute Integrity ZES (Medtronic) DES implantation or Promus Element EES (Boston Scientific) implantation. Randomisation was performed using dedicated randomisation software prior to the start of the trial and sealed within externally numbered opaque envelopes to conceal the treatment designation. When a consented patient fit all-inclusion criteria, the appropriate numbered envelope would be open during the case within the appropriate catheter lab.
Quantitative coronary angiography assessment Quantitative coronary angiography (QCA) analysis was performed prior to stent implantation (to assess the maximal balloon diameter reference), after stent implantation and at 6-month follow-up using an off-line quantitative coronary angiographic system (QAngioXA 7.3 (Medis)). QCA will be analysed in a blinded fashion by two experienced and independent cardiologists and adjudicated by a senior cardiologist, if there are any discrepancies in the analysis.
The automated software will detect the boundaries of a selected coronary vessel segment using digitised and optically magnified sections. However, if an incorrect centreline is chosen because of a side branch, then correction is possible manually. The vessel diameter will be calculated in mm, which will be referenced by using the boundaries of a section of the contrast catheter. To detect the contours of the vessel, the user will indicate the vessel by choosing two centre positions proximal and distal to the area of interest.
All measurements of the target lesion will be obtained in the 'in-stent' zone, which was defined as 5 mm proximal and distal to each stent edge and across the entire segment. The following QCA parameters will be calculated: reference vessel diameter, minimal lumen diameter, per cent diameter stenosis (difference between the reference vessel diameter and minimal lumen diameter/ reference vessel diameter ×100) and late lumen loss (difference between the postprocedure and follow-up minimal lumen diameter).
Intracoronary oCt
Intracoronary OCT was performed 6 months post-PCI with a commercially available OCT system (St Jude Medical, USA) and OCT imaging catheter (Dragonfly, St Jude Medical, USA). A 6 Fr-guiding catheter was introduced to Interventional cardiology the target coronary artery either by the radial or femoral approach. A standard 0.014-inch guide wire was passed down the target coronary artery and the OCT imaging catheter passed beyond the stented segment. For optimal OCT image capture, coronary artery preparation occurred with contrast injection through the guiding catheter (20 mL for left coronary system and 10-15 mL for the right coronary artery). Automated pullback was performed within the OCT imaging catheter when adequate distal coronary preparation had occurred. Additional runs were undertaken if required (suboptimal image quality) (see online supplementary figure s1).
The scans were anonymised and analysed (ILUMIEN PCI Optimization System, St Jude Medical, USA) in blinded fashion by two experienced operators (online supplementary figure s2). Analysis was performed at 1 mm intervals along the entire stented segment from the first distal frame with a stent strut present. A stent strut was considered suitable for analysis, if it was well defined with adequate shadow. For each calculated segment, total number of struts, malapposed struts (defined as ≥110 µm from the vessel wall) or uncovered struts (no visual intimal coverage) were counted. Manual luminal and stented contours were drawn to calculate luminal and stented areas. For each cross-section area of luminal loss (in-stent stenosis (ISR)) was calculated as the average of:
Stented area (mm 2 )
Significant ISR by OCT was defined as angiographic assessment of ISR by the presence of >50% of the diameter stenosis in the stented region. 13 
study end points
Given that cadaveric studies have demonstrated that stent re-endothelialisation is an important factor in the pathophysiology of ST and provides a sensitive surrogate measure to conduct comparative studies. The primary end point was defined as % of uncovered stent struts by OCT at 6 months. This was used as a surrogate marker of endothelial coverage as it does not necessarily mean complete endothelisation. Post hoc analysis included stent malapposition defined as struts with detachment from the vessel ≥110 µm (as previously defined as a set distance for malapposition 14 ) to establish a possible mechanistic explanation for the primary end point. Safety end points included subacute or late ST according to Academic Research Consortium definitions, 15 the need for revascularisation of the stent segment and major adverse cardiovascular events (MACE) as defined as myocardial infarction, all-cause mortality and target vessel revascularisation.
statistical analysis
The study was designed to compare the strut coverage at 6 months by OCT between ZES and EES second-generation DES. Calculation of sample size was based on demonstrating equivalency of ZES compared with EES platform at 6 months with respect to % strut coverage. Previous studies assessing ZES and EES strut coverage have demonstrated rates of uncovered struts of between 3.4% at 9 months and 6.2% at 3 months with SD reported of between 3 and 10. [16] [17] [18] [19] Assuming a coverage rate difference between stent types of no more than 6% and a 10% loss to follow-up, the sample size of 60 patients was estimated to provide 80% power and a 5% alpha error rate.
All statistical analyses were performed using SPSS V.21.0 (IBM, Armonk, New York, USA) and graphs produced using Graphpad Prism V.5.0 (GraphPad Software, San Diego, California, USA). Analysis was performed based on the intention-to-treat principle. Baseline demographics and clinical variables were summarised for each trial arm. Continuous variables are presented as means±SD and analysed with Student's t-test or paired t-test. Categorical variables are presented as numbers and percentages and analysed using χ 2 statistics or Fisher's exact test. All P values are two-sided and a value <0.05 was considered to indicate statistical significance.
Results
Between 30 January 2012 and 10 July 2014, 805 patients with diabetes were screened for inclusion into the study. Of these patients, 105 were consented for the trial of which 45 were excluded following angiography due to the following reasons: coronary artery bypass grafting (n=12), lesion outside inclusion parameters (n=9) and medical management (n=24). Of the 700 patients excluded prior to consent, 198 patients declined to be part of the trial, the remaining 502 patients failed inclusion criteria. We therefore present the data for the 60 patients who were randomised equally between the EES and ZES groups.
The mean age of the total population was 61.45±10.71 years and 75% were male. At baseline, both arms were similar with regard to age, sex, medical and diabetic therapy (table 1) .
Both arms had similar distributions of target vessels and rates of multivessel PCI. A total of 46 patients attended the 6 months OCT (24 patients in the ZES group and 22 patients in the EES group) (figure 1).
Zes versus ees analysis
The total number of OCT cross-sections analysed was 1086 with a combined total of 11 531 struts analysed. There was no significant difference between the total number of uncovered struts in the EES group (114 (2.4%)) and the ZES group (84 (1.2%)), P=0.31 ( figure 2, table 2 ).
There was no significant difference between the total number of malapposed stents in the EES group (188 (3.9%)) and the ZES group (171 (2.5%)), P=0.25 (table 2). The individual cross-section ISR ranged from 0.68% to 51.35%, with no difference between stent types with a median ISR of 13.03%±7.27% in the EES group vs 13.51%±9.40% in the ZES group, P=0.85 (table 2) .
Quantitative coronary angiography
All patients underwent QCA analysis prior to PCI. The left anterior descending artery was the most commonly treated vessel, with significant difference in lesion complexity in relation to lesion length and % stenosis. The mean greatest area of stenosis was 80.37%±12.27% at baseline. Post-PCI, the calculated mean acute gain was 0.51±0.47 mm, with mean late loss being 0.21±0.60 mm. There was no significant difference between the baseline coronary stenosis in the EES group 82.15%±13.47% and the ZES group 78.59%±10.88%, P=0.26. There was no significant difference in coronary response to stent implantation, no significant difference in Plus-minus values are mean±SD. Vessels treated P value assessed by χ 2 test. ACEi, ACE inhibitor; DES, drug-eluting stent; EES, everolimus-eluting stent; LAD, left anterior descending; LCx, left circumflex; n, number; OCT, optical coherence tomography; PCI, percutaneous coronary intervention; RCA, right coronary artery; ZES, zotarolimus-eluting stent.
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acute loss between the stents in the EES group 0.59±0.45 mm and the ZES group 0.42±0.28 mm, P=0.17. At 6 months, there was a larger amount of late loss seen in the EES group (9) patients with no significant difference seen in either rates of significant ISR or symptoms between the two stent types.
MACe rates
The overall incidence of MACE rates at 6 months was 8.2% (n=4). In two events, the cause was a non-ST-elevation myocardial infarction requiring further PCI; one was her revascularisation based on anginal symptoms; one was due to a ST-elevation myocardial infarction due to incomplete stent expansion secondary to heavily calcified coronary artery and resulted in stent thrombus at day 3 postimplantation. Of these four patients, 6 months follow-up OCT evaluation was not performed in three of these patients ( figure 3A ). There was no significant difference in MACE seen between the two groups, with one (3.3%) MACE in the EES group (one myocardial infarction) and three (10%) in the ZES groups (two myocardial infarctions and one revascularisation), P=0.24 ( figure 3B ).
oCt analysis reproducibility Stent strut assessment showed low interobserver variability, with good correlations between analysers for both the number of struts assessed (r=0.9641, P<0.0001) ( figure 4A ) and the number of uncovered struts (r=0.9111, P<0.0001). The ISR assessment showed low interobserver variability, with the Bland-Altman plot, the 95% limits of agreement (−0.100 mm dIsCussIon And lIMItAtIons To our knowledge, this is the first randomised study to evaluate commercially available ZES and EES in patients with diabetes using advanced intravascular imaging (OCT) as the primary end point. This demonstrated that overall second-generation DES use appears safe and effective in patients with DM, with comparable low rates Interventional cardiology of uncovered stent struts at 6 months seen in both stent types. The diabetic population is known to be at greater risk of increased cardiovascular events after PCI, especially in early BMS and first-generation DES. Previous studies have demonstrated increased risk of late in-stent thrombosis in patients 20 with uncovered struts and autopsy studies demonstrating the ratio of uncovered struts as a predictor for late ST and restenosis. 21 It has been previously shown by Tanaka et al that there is significantly higher neointimal coverage thickness when DES are implanted in patients with DM as compared with patients without DM. 22 There have been mixed results when assessing different generation of DES, for the majority of these trials they have failed to demonstrate a significant difference between the two sent types, although some have shown significant differences in small population studies. 12 In our study, we demonstrated that ZES and EES have similar numbers of uncovered stent struts at 6 months, with this relationship between uncovered struts and malaposition playing a vital role in re-endothelialisation. Our study reflects well with previous studies assessing commercially available stents that have been assessed in the general population. 23 24 The result demonstrating no difference between the stent types is not unexpected. The eluted drugs that are present in this study have been widely used as an immunosuppressive for stents for over a decade and the prevention of organ rejection post-transplantation for longer. 25 26 Both eluted drugs have been used in both diabetic and non-diabetic populations without any significant side effects or complications and therefore it is unlikely that a single drug would show benefit in comparison to the other. The EES and ZES both have a different stent lattice designs and eluted drug with the ZES having a higher strut-to-surface area ratio in comparison to the EES. This difference in lattice design is easier to detect and assess with OCT and is reflected in our trial by greater number of stent struts assessed in that group. This difference in strut design and thickness has in the past been shown to influence thrombogenicity and in this case the difference in strut design and any resulting difference in mechanical recoil poststent insertion could account for the results seen. 27 However, both the number of uncovered struts did not differ significantly between stent types and the angiographic assessment of acute luminal loss after stent insertion showed no single stent type had a superior reduced amount of acute loss.
The issues with OCT analysis are well documented, with the potential loss of analysis area due to guide wire artefact, with may affect up to 10% of analysis area in large vessel and blood pooling. Due to the relative quality of the OCT analysis, the assessment of both luminal and stented area is easily manually traced and therefore we would expect and have seen good intraobserver reliability. 28 Although OCT remains regarded by many as a research tool, there is evidence to suggest that it is a superior tool for the evaluation of stent coverage after stent implantation. The introduction of OCT in part has been responsible for the reduction of dual antiplatelet therapy time and the assessment of new implantable stent techniques. However, due to the nature of OCT we are unable to ascertain if the strut coverage is related to re-endothelialisation or other pathological processes.
Nearly 20% of our population who underwent OCT had significant ISR at 6 months, and over half of these patients did not complain of any symptoms. The relative high proportion of asymptomatic patients who had significant ISR could potentially relate to the risk of a silent myocardial ischaemia. The rate of silent myocardial ischaemia in patients with diabetes has been demonstrated to be higher than in non-diabetic population. 29 Therefore to reduce the rise of ISR, the clinical consideration should possibly be not the stent type that is inserted in the diabetic population but the quality of stent insertion with adequate coronary assessment during stent insertion. In comparison to previous DES studies, our trial reflects these larger trials well. The previous published TWENTE II and HOST-AS-SURE (Harmonizing Optimal Strategy for Treatment of Coronary Artery Stenosis-Safety & Effectiveness of DrugEluting Stents & Anti-platelet Regimen) studies showed no significant difference in event rate and had a similar symptom profile seen. 30 31 There are a few limitations in this trial. We only performed OCT at 6 months (not at baseline) and previous trials have demonstrated that there is a significantly better intracoronary result with baseline imaging techniques; however, the trial design was an attempt to reflect current clinical practice. 24 In addition, there were a relatively high number of withdrawals with patients declining the OCT follow-up procedure that possibly could have resulted in bias; however, the follow-up numbers were not significantly different in either group with similar characteristics between those who did and did not undergo OCT follow-up. It is well described that with low sample sizes in randomised controlled trials can result in considerable limitation in power calculations. With the relatively high numbers of withdrawals, a power calculation was performed with the final number of patients showing that the study was powered at 80% with an error of 0.05 would detect a 3.6% difference in stent types. With the high number of dropouts and the prolonged requirement period, it could potentially lead to selection bias.
ConClusIon
This study was the first randomised trial to evaluate OCT at 6 months for ZES and EES in patients with diabetes. Both stents showed near-complete strut stent coverage at 6 months, with no difference in ISR rates at 6 months. Although there was a high rate of patients with significant maximal ISR, there was no relationship between degree of maximal ISR % and symptomatic involvement. Within daily practice on the basis of 6-month OCT follow-up imaging, we found that there were no differences in the rates of ISR between two commercially available stents. Therefore, we believe that our article contributes to improve clinical care in a high-risk group.
